[Analysis of the Electromagnetic Compatibility Standard for Active Implantable Medical Devices Using in the Heart].
In this paper,standards for active implantable cardiac medical devices are discussed.Potential EMC risks and its correspondent tests settings as well as the design principle of the tests have been analyzed.The problems arises from the difference between domestic and international standards on the limitation of exposure of the general public to electromagnetic fields and the lack of assessment of EMC risk which generated by the the 5th generation mobile communication for the impact on the active implantable devices devices.